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Abstract: Atypical swallowing needs treatment in order to eliminate harmful interferences of the
tongue, which prevent the harmonious growth of the stomatognathic system. The purpose of this
study was to assess the effects of a functional appliance on the presence of atypical swallowing,
analyzing the lip strength and the altered facial mimics. The effects of a myofunctional appliance
(the Froggy Mouth) were evaluated on 40 children (6 males; 24 females; mean age 9.6 ± 2.17) with
atypical swallowing—with tongue thrust diagnosed by an expert orthodontist—before and during
a 6 month treatment. Data were analyzed over time with a paired samples t-test for normally
distributed data. After 6 months of treatment, 33 children out of 40 achieved clinical correction
of atypical swallowing due to their good compliance, even at an early stage. Seven children
showed low compliance and did not obtain any result. Lip strength in compliant subjects went
from 190.30 ± 86.04 cN to 489.39 ± 123.36 cN (t = p < 0.001). Facial mimics improved in 28 out of
33 compliant subjects, and four children with the initial diagnosis of labial incompetence achieved
correction. This observational study demonstrates the short-term efficacy of this myofunctional
appliance in the treatment of atypical swallowing, achieving correction of the facial mimics and labial
incompetence with a significant improvement of the lip strength.
Keywords: interceptive orthodontics; orthodontic removable appliance; myofunctional appliance;
atypical swallowing; lip strength; orthodontics

1. Introduction
The physiological swallowing of the adult consists of positioning the tip of the tongue at the level
of the incisive papilla with the dental arches in contact. A swallowing pattern that deviates from this is
called atypical swallowing, a term that indicates a pattern characterized by tongue thrust between the
dental arches during swallowing [1–3]. In this case, treatment is needed in order to eliminate harmful
interferences of the tongue, which prevent the harmonious growth of the stomatognathic system [4].
The first rudimentary swallowing acts begin from the 11th week of gestational age, but it is only
towards the 16th week of intrauterine life that the tongue assumes a position similar to that of the infant
during breastfeeding [1], with a pattern that is normal during the prenatal period (swallowing the
amniotic fluid), the neonatal period (sucking the nipple) and the first years of life, and has a paracortical
origin, controlled by the facial nerves [2]. After that period, the swallowing pattern progressively
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adapts to feeding methods (from sucking to the use of a spoon), to neuromuscular development, as well
as to the development from mixed to definitive dentition [1,3,5]. The transition from infantile to adult
swallowing takes place between 3 and 7 years of age. When the infantile swallowing persists beyond
the age where the adult type should have appeared physiologically (about 7 years), one can speak of
atypical swallowing [6]. The main causes of atypical swallowing (infantile swallowing) are related to
incorrect eating habits (prolonged breastfeeding, delayed weaning, liquid diet, etc.), poor oral habits
(thumb sucking, prolonged use of the pacifier, oral breathing, etc.) or pathological causes (hypertrophy
of the pharyngeal and/or palatine tonsils, hypertrophy of the turbinate, macroglossia, etc.) [7,8].
From a clinical point of view, atypical swallowing involves lingual interposition, contraction of
the mental muscle, interposition of the lower lip between dental arches, and consensual movements
of the head and neck. It can have consequences for breathing, chewing, speech and posture [9–11],
as was also observed for other stomatognathic disorders, such as temporomandibular disorders
(TMD) [12–16]. Among these complications, there is also an evident alteration of the facial profile and
mimicry, accompanied by hypertonia of the chin and hypotonia of the orbicularis oris muscle [4,17].
In particular, the lip strength is related to altered jaw movements, for example during mandibular
protrusion [17] and is involved in labial incompetence, while it is also critical in maintaining equilibrium
in anterior teeth position [18]. It also seems that lip strength deficits could lead to significant impairment
of daily function and facial growth, because all the facial muscles of the splanchnocranium act in
synchrony, and during chewing all the perioral facial muscles are activated, at the same time as the
lip [19]. Consequently, the treatment of atypical swallowing is necessary not only to eliminate harmful
interferences of tongue thrusting, but also to allow the harmonious growth of the stomatognathic
system [4,8,17] and the whole face, potentially preserving/achieving physiological lip strength.
Various therapies have been proposed to treat atypical swallowing. Among these, functional
devices such as the Bionator [20], the Fraenkel [21], eruption guidance appliances, lingual spurs [22],
fixed grids [22], as well as the speech therapy treatment [23], and myofunctional therapy (MFT) [9,24].
A new appliance, the Froggy Mouth (FM), was first proposed by Dr. Patrick Fellus in 2016 [3,25]. It is a
small removable device made of a flexible material, thermoplastic elastomer (TPE), which, differently
from other devices, is not placed inside the mouth but between the lips and inhibits sucking-swallowing,
as well as stimulating the contraction of the lip to keep the device stable [25]. Thus, it is considered a
myofunctional appliance that, when positioned between the lips, prevents bilabial contact, stimulates
muscular training, and forces the tongue in a correct position, aiming to induce a new swallowing
pattern. FM can be prescribed to very young children as it is not necessary to take impressions/scans to
produce the device.
The purpose of this study was to assess the effects of FM therapy on the presence of atypical
swallowing and lip strength.
2. Experimental Section
The present prospective study was carried out on a sample of patients from a private practice
in Rome (Italy). The STROBE checklist for observational studies was used to report data. A total
sample of 48 children, aged 5–13 years (24 females, 16 males; mean age 9.30 ± 2.17 years), with atypical
swallowing with tongue thrust diagnosed by an expert orthodontist, were initially enrolled in the
study. Tongue thrust was defined as the protrusion of the tongue between upper and lower incisors or
cuspids during swallowing [26].
The protocol was in accordance with the Declaration of Helsinki and it was ethically approved by
the University of L’Aquila (document DR 206/2013). Myofunctional treatment with Froggy Mouth
(Micerium, Genoa, Italy) (Figure 1) was proposed to all of the enrolled patients.
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Figure 1. Froggy Mouth (FM) (Micerium, Genoa, Italy).
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between 3 and 7 years old, medium for children between 7 and 12 years old, large for children over
12 years old and adults. According to the manufacturer’s instructions, the patients were asked to
children over 12 years old and adults. According to the manufacturer’s instructions, the patients were
wear FM for 15 min a day for a period of 6 months, while sitting in an upright position, watching
asked to wear FM for 15 min a day for a period of 6 months, while sitting in an upright position,
television (positioned at a minimum distance of 2 m) or during recreational activity. Every month,
watching television (positioned at a minimum distance of 2 m) or during recreational activity. Every
each patient underwent a clinical and lip strength evaluation, as well as the recording of a video
month, each patient underwent a clinical and lip strength evaluation, as well as the recording of a
clip while sitting in an upright position. The evaluation of the swallowing function was always
video clip while sitting in an upright position. The evaluation of the swallowing function was always
performed by a single clinician (the author E.C.) with experience in the area, as previously reported
performed by a single clinician (the author E.C.) with experience in the area, as previously reported
in literature [26,27]. Lip strength detection was standardized and performed on each subject after a
in literature [26,27]. Lip strength detection was standardized and performed on each subject after a
proper training session by the same operator. The child was asked to sit on the dental chair with the
proper training session by the same operator. The child was asked to sit on the dental chair with the
head in a natural position, leaning against the headrest, keeping anterior to the teeth and posterior
head in a natural position, leaning against the headrest, keeping anterior to the teeth and posterior to
to the lips (without suction) a button connected with a 40-cm-long piece of thread folded in half and
the lips (without suction) a button connected with a 40-cm-long piece of thread folded in half and
tied with a final knot. A dynamometer (Correx, Haag-Streit Diagnostics, Koeniz, Switzerland) was
tied with a final knot. A dynamometer (Correx, Haag-Streit Diagnostics, Koeniz, Switzerland) was
then connected to the folded thread and a continuous increasing force, ideally parallel to the floor,
then connected to the folded thread and a continuous increasing force, ideally parallel to the floor,
was applied by the examiner directly, away from the patient’s mouth, until the lips were unable to
was applied by the examiner directly, away from the patient’s mouth, until the lips were unable to
hold onto the button, reaching the maximum resistance of the orbicularis muscle. This lip strength
hold onto the button, reaching the maximum resistance of the orbicularis muscle. This lip strength
measure system was previously used by Berggren et al. [28] (Figure 3).
measure system was previously used by Berggren et al. [28] (Figure 3).
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proper compliance) anyway, achieving a representative sample with an actual sample power higher
than 99%.
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In addition to the successful treatment in 33 subjects out of 40, clinical analyses also showed a
normalization of facial mimicry in 84.84% of the compliant patients (28 out of 33), while in five patients,
normalization of facial mimicry in 84.84% of the compliant patients (28 out of 33), while in five
despite the normalization of swallowing, a residual alteration of the facial mimicry was still visible
patients, despite the normalization of swallowing, a residual alteration of the facial mimicry was still
at t1 (after 6 months), although considerably reduced compared with t0 and with improvement of
visible at t1 (after 6 months), although considerably reduced compared with t0 and with
the lip strength. In addition, all of the four compliant children with labial incompetence showed
improvement of the lip strength. In addition, all of the four compliant children with labial
correction after treatment. No side effects were reported. None of the seven non-compliant children
incompetence showed correction after treatment. No side effects were reported. None of the seven
attributed their absence of compliance to problems caused by FM. With regard to maximum lip strength,
non-compliant children attributed their absence of compliance to problems caused by FM. With
a statistically significant mean increase of 257% was observed in compliant children (p < 0.0001) from
regard to maximum lip strength, a statistically significant mean increase of 257% was observed in
t0 to t1, as represented in Table 1 and Figure 6.
compliant children (p < 0.0001) from t0 to t1, as represented in Table 1 and Figure 6.
Table 1. Lip strength (measured in centiNewton) at t0 and t1, and evaluation of t0–t1 differences with
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Mean
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Mean
±SD

Compliant Children
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= 33)
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Children
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(n = 7)
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This observational study aimed to detect the effects of a myofunctional appliance after a 6 month
This observational study aimed to detect the effects of a myofunctional appliance after a 6 month
treatment on the swallowing pattern and maximum lip strength in children affected by atypical
treatment on the swallowing pattern and maximum lip strength in children affected by atypical
swallowing. Atypical swallowing was detected clinically, through the observation of facial mimicry.
swallowing. Atypical swallowing was detected clinically, through the observation of facial mimicry.
The lip strength measurements objectivized the treatment success in terms of muscular changes
The lip strength measurements objectivized the treatment success in terms of muscular changes
associated with the swallowing pattern. To the best of the authors’ knowledge, this is the first study
associated with the swallowing pattern. To the best of the authors’ knowledge, this is the first study
that analyzed the efficacy of this type of appliance (Froggy Mouth) in correcting atypical swallowing
that analyzed the efficacy of this type of appliance (Froggy Mouth) in correcting atypical swallowing
pattern and lip strength.
pattern and lip strength.
The present data evidenced a relevant progressive improvement of swallowing pattern and lip
The present data evidenced a relevant progressive improvement of swallowing pattern and lip
strength due to the treatment, with the achievement of a corrected pattern in 82.5% of the whole sample
strength due to the treatment, with the achievement of a corrected pattern in 82.5% of the whole
and in 100% of the compliant subjects. The 17.5% of the sample that showed a lack of compliance
sample and in 100% of the compliant subjects. The 17.5% of the sample that showed a lack of
did not achieve treatment success. On the other hand, among compliant children there was even an
compliance did not achieve treatment success. On the other hand, among compliant children there
early correction of the swallowing pattern: in two children after the third month, and in five children
was even an early correction of the swallowing pattern: in two children after the third month, and in
after the fourth month. These findings confirm the efficacy of this appliance in correcting atypical
five children after the fourth month. These findings confirm the efficacy of this appliance in correcting
swallowing. Although FM requires lower compliance (only 15 min/day) [1–3] compared with other
atypical swallowing. Although FM requires lower compliance (only 15 min/day) [1–3] compared with
removable devices, there was a considerable percentage of non-compliant subjects, although none
other removable devices, there was a considerable percentage of non-compliant subjects, although
of them complained of any side or unwanted effects during the treatment. Low compliance could
none of them complained of any side or unwanted effects during the treatment. Low compliance
be related to the group’s mean age or other related variables, including their parent’s acceptance of
could be related to the group’s mean age or other related variables, including their parent’s
the orthodontic treatment. With the FM appliance, the need for compliance is very low compared
acceptance of the orthodontic treatment. With the FM appliance, the need for compliance is very low
with other devices. However, at this age, children that are very busy because of school or sports
compared with other devices. However, at this age, children that are very busy because of school or
engagements usually show poor compliance with removable orthodontic devices.
sports engagements usually show poor compliance with removable orthodontic devices.
The main advantage of a mobile appliance is that it does not cause any hindrance to oral hygiene,
The main advantage of a mobile appliance is that it does not cause any hindrance to oral hygiene,
while both vestibular [29,30] and lingual [31] fixed appliances are shown to alter the oral environment
while both vestibular [29,30] and lingual [31] fixed appliances are shown to alter the oral environment
during treatment [32,33].
during treatment [32,33].
Among the compliant children, other clinical effects of the treatment were reported through
Among the compliant children, other clinical effects of the treatment were reported through
facial mimics and labial incompetence. In particular, it was effective in normalizing facial mimics in
facial mimics and labial incompetence. In particular, it was effective in normalizing facial mimics in
84.84% of the compliant subjects, as only five patients did not achieve a complete correction of facial
84.84% of the compliant subjects, as only five patients did not achieve a complete correction of facial
mimics. This datum suggests that in some cases it could be advisable to extend the treatment time
mimics. This datum suggests that in some cases it could be advisable to extend the treatment time
beyond 6 months, as further improvement of the results could be auspicated with a longer treatment.
beyond 6 months, as further improvement of the results could be auspicated with a longer treatment.
Therefore, clinical studies with a longer treatment duration should be performed to confirm this
Therefore, clinical studies with a longer treatment duration should be performed to confirm this
hypothesis. In addition, all the compliant children with labial incompetence (four subjects) achieved a
hypothesis. In addition, all the compliant children with labial incompetence (four subjects) achieved
correction of labial posture in addition to swallowing correction. The data on labial incompetence are
a correction of labial posture in addition to swallowing correction. The data on labial incompetence
thus very promising and higher than what is reported in literature for other treatment alternatives;
are thus very promising and higher than what is reported in literature for other treatment
for example, Giuca et al. reported an improvement of labial incompetence in only 14 children out of 35
alternatives; for example, Giuca et al. reported an improvement of labial incompetence in only 14
(37%) after speech therapy [23].
children out of 35 (37%) after speech therapy [23].
In literature other appliances were used for the correction of atypical swallowing, such as the
Fraenkel appliance, the Bionator appliance, lingual spurs, and eruption guidance appliances. They
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In literature other appliances were used for the correction of atypical swallowing, such as the
Fraenkel appliance, the Bionator appliance, lingual spurs, and eruption guidance appliances. They seem
to achieve clinically valid results but require a greater compliance by the patient, involve difficulties in
daily life, for example during phonation, can create intraoral injuries, and ultimately they negatively
affect aesthetics. In addition, no longitudinal evaluations exist in literature about the use of these
devices against atypical swallowing, except for the Bionator [23]. Speech therapy also seems like
an effective treatment [23], but requires a long treatment time, as well as higher patient compliance
requirements. Literature reports that the most used speech therapy methods reached 47% of corrected
cases in a group of 57 children (aged 5 to 13, mean age 8.2) with atypical swallowing diagnosis, after
almost six months of treatment [23]. Furthermore, speech therapy treatment is not effective in children
who are too young, around 3–4 years of age, while, on the contrary, labio-therapy can be effective [3].
Myofunctional treatment was also a successful treatment alternative in a recent study by Begnoni et al.,
2020 [9] which, similarly to the present study, showed 100% success in correcting atypical swallowing
in compliant subjects, achieving the result after 10 weekly 45 min sessions with a phonetician and daily
home exercises. In that study, a considerably faster correction of atypical swallowing was achieved
compared with the present study, but it should be considered that the remarkably higher time, cost
and treatment complexity could impact the compliance of very young children, while the treatment
performed by Begnoni et al. was directed at adolescents and young adults, showing only about 10% of
poor compliance [4,9].
Considering these observations, it seems that the FM appliance has many advantages compared
with other devices/treatments: ease of use, efficacy on labial incompetence often associated with atypical
swallowing, efficacy on facial mimics, no need for intraoral traditional or digital impressions, easy
patient monitoring through telemedicine consults, reduced required daily usage time, fast achievement
of results, reduced financial cost, no need for manual parent intervention during the treatment. Most of
these could identify FM as a low compliance appliance.
The present study demonstrates a statistically significant increase in lip strength during the
treatment (p < 0.001), suggesting a functional training of muscle fibers by the appliance, that can
explain the observed clinical success. A previous study by Bigenzahn et al. [24] similarly observed the
efficacy of MFT (often associated with orthodontic treatment) in increasing lip strength in a sample
of subjects affected by orofacial dysfunctions affecting speech such as atypical swallowing, but their
findings are not directly comparable with the present study mainly because of a different subject
selection. However, in agreement with the present study, they also observed a doubled lip strength after
treatment. It must be considered that a statistically significant increase in lip strength was also observed
in the sub-sample of patients with low compliance who did not achieve swallowing correction; in fact,
they expressed a statistically significant increase in lip strength. Thus, considering this favorable data,
it is probable that these subjects could achieve clinical success with proper compliance and/or a longer
treatment duration.
Limitations of the Study
The present study has some limits, like the absence of an untreated control group, an observation
time limited to 6 months and the absence of a mid–long-term follow-up with data at 12–24 months
after the end of the treatment, to verify the stability of its results.
5. Conclusions
This observational study demonstrates the short-term efficacy of FM in the treatment of
atypical swallowing, with a significant increase in lip strength and an associated correction of
labial incompetence, when present. Furthermore, the absence of side or unwanted effects was reported.
The clinician could trust in a correction of atypical swallowing after 6 months of FM therapy if proper
compliance is achieved by motivating the child to wear the appliance for at least 15 min/day.
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Further investigation should involve control groups and the evaluation of a longer treatment time
and mid–long-term results after the end of the treatment, to verify the stability of its results.
Supplementary Materials: The following are available online at http://www.mdpi.com/2077-0383/9/8/2652/s1,
Supplementary file 1: Data sheet.
Author Contributions: Conceptualization, S.T., V.Q. and A.N.; methodology, V.Q., E.C., S.T. and A.N.; software,
S.T. and A.N.; validation, S.S., S.T. and V.Q.; formal analysis, S.T. and A.N.; investigation, E.C., V.Q. and S.S.;
resources, S.T. and A.N.; data curation, S.T., V.Q. and A.N.; writing—original draft preparation, S.T. and A.N.;
writing—review and editing, S.T. and A.N.; supervision, S.T. and G.M.; project administration, S.T., V.Q. and G.M.
All authors have read and agreed to the published version of the manuscript.
Funding: This research received no external funding
Acknowledgments: The authors acknowledge Floriana Bosco for her helpful support in English language editing
Conflicts of Interest: The authors declare no conflict of interest.

References
1.
2.
3.
4.

5.
6.
7.
8.

9.

10.

11.

12.

13.
14.
15.

Fellus, P. Dynamic and postural changes in the tongue: Influence on facial growth. Mondo Ortod. 1989, 14,
791–798.
Fellus, P. From digit-sucking-cum-deglutition to deglutition in dentate subjects. Orthod. Fr. 2016, 87, 89–90.
[CrossRef]
Fellus, P. Tongue disfunction and abnormal development. Orthod. Fr. 2006, 77, 105–112. [CrossRef]
Begnoni, G.; Cadenas de Llano-Pérula, M.; Dellavia, C.; Willems, G. Cephalometric traits in children and
adolescents with and without atypical swallowing: A retrospective study. Eur. J. Paediatr. Dent. 2020, 21,
46–52.
Condò, R.; Costacurta, M.; Perugia, C.; Docimo, R. Atypical deglutition: Diagnosis and interceptive treatment.
A clinical study. Eur. J. Paediatr. Dent. 2012, 13, 209–214.
Maspero, C.; Prevedello, C.; Giannini, L.; Galbiati, G.; Farronato, G. Atypical swallowing: A review.
Minerva Stomatol. 2014, 63, 217–227. [PubMed]
Schmid, K.M.; Kugler, R.; Nalabothu, P.; Bosch, C.; Verna, C. The effect of pacifier sucking on orofacial
structures: A systematic literature review. Prog. Orthod. 2018, 19, 8. [CrossRef] [PubMed]
Caruso, S.; Nota, A.; Darvizeh, A.; Severino, M.; Gatto, R.; Tecco, S. Poor oral habits and malocclusions after
usage of orthodontic pacifiers: An observational study on 3-5 years old children. BMC Pediatr. 2019, 19, 294.
[CrossRef] [PubMed]
Begnoni, G.; Dellavia, C.; Pellegrini, G.; Scarponi, L.; Schindler, A.; Pizzorni, N. The efficacy of myofunctional
therapy in patients with atypical swallowing. Eur. Arch. Otorhinolaryngol. 2020, 277, 2501–2511. [CrossRef]
[PubMed]
Tecco, S.; Baldini, A.; Mummolo, S.; Marchetti, E.; Giuca, M.R.; Marzo, G.; Gherlone, E.F. Frenulectomy
of the tongue and the influence of rehabilitation exercises on the sEMG activity of masticatory muscles.
J. Electromyogr. Kinesiol. 2015, 25, 619–628. [CrossRef] [PubMed]
Machado, A.J.; Crespo, A.N. Cephalometric evaluation of the airway space and hyoid bone in children
with normal and atypical deglutition: Correlation study. Sao Paulo Med. J. 2012, 130, 236–241. [CrossRef]
[PubMed]
Nota, A.; Tecco, S.; Ehsani, S.; Padulo, J.; Baldini, A. Postural stability in subjects with temporomandibular
disorders and healthy controls: A comparative assessment. J. Electromyogr. Kinesiol. 2017, 37, 21–24.
[CrossRef] [PubMed]
Baldini, A.; Nota, A.; Cravino, G.; Cioffi, C.; Rinaldi, A.; Cozza, P. Influence of vision and dental occlusion on
body posture in pilots. Aviat. Space. Environ. Med. 2013, 84, 823–827. [CrossRef] [PubMed]
Saccucci, M.; Tettamanti, L.; Mummolo, S.; Polimeni, A.; Festa, F.; Tecco, S. Scoliosis and dental occlusion:
A review of the literature. Scoliosis 2011, 6, 15. [CrossRef]
Tecco, S.; Mummolo, S.; Marchetti, E.; Tetè, S.; Campanella, V.; Gatto, R.; Gallusi, G.; Tagliabue, A.; Marzo, G.
SEMG activity of masticatory, neck, and trunk muscles during the treatment of scoliosis with functional
braces. A longitudinal controlled study. J. Electromyogr. Kinesiol. 2011, 21, 885–892. [CrossRef]

J. Clin. Med. 2020, 9, 2652

16.
17.

18.

19.
20.
21.

22.

23.
24.
25.
26.

27.

28.

29.
30.

31.

32.

33.

10 of 10

Tecco, S.; Caputi, S.; Festa, F. Evaluation of cervical posture following palatal expansion: A 12-month
follow-up controlled study. Eur. J. Orthod. 2007, 29, 45–51. [CrossRef]
Saccucci, M.; Tecco, S.; Ierardoa, G.; Luzzi, V.; Festa, F.; Polimeni, A. Effects of interceptive orthodontics on
orbicular muscle activity: A surface electromyographic study in children. J. Electromyogr. Kinesiol. 2011, 21,
665–671. [CrossRef]
Takada, J.; Miyamoto, J.J.; Sato, C.; Dei, A.; Moriyama, K. Comparison of EMG activity and blood flow
during graded exertion in the orbicularis oris muscle of adult subjects with and without lip incompetence:
A cross-sectional survey. Eur. J. Orthod. 2018, 40, 304–311. [CrossRef]
Hur, M.-S. Anatomical connections between the buccinator and the tendons of the temporalis. Ann. Anat.
Anat. Anzeiger 2017, 214, 63–66. [CrossRef]
Jungbauer, R.; Koretsi, V.; Proff, P.; Rudzki, I.; Kirschneck, C. Twenty-year follow-up of functional treatment
with a bionator appliance: A retrospective dental cast analysis. Angle Orthod. 2020, 90, 209–215. [CrossRef]
Tecco, S.; Farronato, G.; Salini, V.; Di Meo, S.; Filippi, M.R.; Festa, F.; D’Attilio, M. Evaluation of cervical
spine posture after functional therapy with FR-2: A longitudinal study. Cranio 2005, 23, 53–66. [CrossRef]
[PubMed]
Leite, J.S.; Matiussi, L.B.; Salem, A.C.; Provenzano, M.G.A.; Ramos, A.L. Effects of palatal crib and bonded
spurs in early treatment of anterior open bite: A prospective randomized clinical study. Angle Orthod. 2016,
86, 734–739. [CrossRef] [PubMed]
Giuca, M.R.; Pasini, M.; Pagano, A.; Mummolo, S.; Vanni, A. Longitudinal study on a rehabilitative model
for correction of atypical swallowing. Eur. J. Paediatr. Dent. 2008, 9, 170–174. [PubMed]
Bigenzahn, W.; Fischman, L.; Mayrhofer-Krammel, U. Myofunctional Therapy in Patients with Orofacial
Dysfunctions Affecting Speech. Folia Phoniatr. Logop. 1992, 44, 238–244. [CrossRef]
Di Vecchio, S.; Manzini, P.; Candida, E.; Gargari, M. Froggy mouth: A new myofunctional approach to
atypical swallowing. Eur. J. Paediatr. Dent. 2019, 20, 33–37.
Begnoni, G.; Cadenas de Llano-Pérula, M.; Willems, G.; Pellegrini, G.; Musto, F.; Dellavia, C.
Electromyographic analysis of the oral phase of swallowing in subjects with and without atypical swallowing:
A case-control study. J. Oral Rehabil. 2019, 46, 927–935. [CrossRef]
da Silva, G.R.; Rech, R.S.; Vidor, D.C.G.M.; Santos, K.W. Dos Influence of Masticatory Behavior on Muscle
Compensations During the Oral Phase of Swallowing of Smokers. Int. Arch. Otorhinolaryngol. 2019, 23,
e317–e321.
Berggren, K.N.; Hung, M.; Dixon, M.M.; Bounsanga, J.; Crockett, B.; Foye, M.D.; Gu, Y.; Campbell, C.;
Butterfield, R.J.; Johnson, N.E. Orofacial strength, dysarthria, and dysphagia in congenital myotonic
dystrophy. Muscle Nerve 2018, 58, 413–417. [CrossRef]
Cheng, H.-C.; Hu, H.-T.; Chang, Y.-C. Effectiveness of Enzyme Dentifrices on Oral Health in Orthodontic
Patients: A Randomized Controlled Trial. Int. J. Environ. Res. Public Health 2019, 16, 2243. [CrossRef]
Mummolo, S.; Marchetti, E.; Giuca, M.R.; Gallusi, G.; Tecco, S.; Gatto, R.; Marzo, G. In-office bacteria test
for a microbial monitoring during the conventional and self-ligating orthodontic treatment. Head Face Med.
2013, 9, 7. [CrossRef]
Sfondrini, M.F.; Debiaggi, M.; Zara, F.; Brerra, R.; Comelli, M.; Bianchi, M.; Pollone, S.R.; Scribante, A.
Influence of lingual bracket position on microbial and periodontal parameters in vivo. J. Appl. Oral Sci. 2012,
20, 357–361. [CrossRef] [PubMed]
Mummolo, S.; Tieri, M.; Nota, A.; Caruso, S.; Darvizeh, A.; Albani, F.; Gatto, R.; Marzo, G.; Marchetti, E.;
Quinzi, V.; et al. Salivary concentrations of Streptococcus mutans and Lactobacilli during an orthodontic
treatment. An observational study comparing fixed and removable orthodontic appliances. Clin. Exp.
Dent. Res. 2020, 6, 181–187. [CrossRef] [PubMed]
Mummolo, S.; Nota, A.; Albani, F.; Marchetti, E.; Gatto, R.; Marzo, G.; Quinzi, V.; Tecco, S. Salivary levels of
Streptococcus mutans and Lactobacilli and other salivary indices in patients wearing clear aligners versus
fixed orthodontic appliances: An observational study. PLoS ONE 2020, 15, e0228798. [CrossRef] [PubMed]
© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

